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Power ON

Programming

Automatic Self Test

Select Therapy

Press Blood pump Key

Screen changes automatically

Start Blood Pump and titrate speed

Select TPE* Option

Go to Connection

Connect patient
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Automatic blood pump stop when Aqualine is 

clear or blood pump is manually stopped

Blood pump stops automatically

Therapy target achieved

Safe disposal

Select Disconnect Option

Option to extend Treatment

Follow local procedure for wash back

Disconnect the patient

Check the Aquarius pressure display

Power off – standby for next treatment

Select Connection Type

Press Treatment Key

* Therapeutic Plasma Exchange (with Heparin Anticoagulation)

2x TRAINED USERS SHOULD VERIFY 
AND DOCUMENT THE CORRECT 

PLASMAFILTER IS USED FOR TPE

Select Patient (Adult/Low Volume)

Lining

Automated priming of entire tubing set may begin

Priming completed

Option to Reprime

Connect the Access / Return lines for Clamp and Pressure test

Clamp and Pressure test completed

Recirculation




